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If NC, Proceed 
to Test A

Suspected 
Brown Heroin, 

Heroin

A blue liquid with blue 
particles is a presumed 
positive for Methaqualone. 
Methadone and PCP 
(Phencyclidine)are false 
positives in this test.

A slowly developing 
purple color with the first 
ampoule, followed by an 
immediate yellow color 
with the second ampoule 
presumpively identifies 
TALWIN and TALWIN Nx.

Talwin is a registered 
trademark of Winthrop Labs.

A blue color developing 
with ampoule two, and 
remaining after breaking 
ampoule three, 
presumptively identifies 
Propoxyphene. If a blue 
color does not develop 
after breaking ampoule 
two, stop test and proceed 
to Test A for Polytesting. 
Methadone is a false 
positive for Test P. 

Darvon® is a registered 
trademark of Eli Lily Co.

A purple violet color developing 
after breaking the second 
ampoule presumptively 
identifies Ephedrine.

Note: The third ampoule is not 
part of the Q test, but is to be 
utilized in neutralizing the 
reagent materials, which are 
highly caustic.

A slowly developing 
light violet/purple color 
in the right ampoule 
presumptively identifies 
Valium®

Valium® is a registered 
trademark of Roche 
Products, Inc.

May 
Vary

Marijuana 
Hashish 

THC

DET 
DMT Within Test A Cocaine

will often appear as
a buff or light peach color

as well as no color

(MDMA*) 
Ecstacy   

When testing for 
Ecstacy use first 

ampoule only

NC	= No Color
= Color Change


